
For hygiene control, it is important to determine the microbial count in foodstuffs 
and the process environment. MC-Media Pad ACplus(R-AC) is intended to 
determine the total aerobic count using a special medium composition and unique 
redox indicator dyes for not only standard but also rapid enumeration. MC-Media 
Pad pre-sterilized, ready-to-use dry culture devices simplify testing and minimize 
the quantity of waste. MC-Media Pad is composed of a unique adhesive sheet, a 
test pad coated with medium and water absorption polymer, and a transparent 
cover film. MC-Media Pad is made by ISO 9001 certified factory.

1. The test is designed for use by quality control personnel and others familiar 
with testing samples potentially contaminated with aerobic microbes.

2. Use personal protective equipment such as gloves, laboratory coat and 
eye protection. Treat samples and inoculated devices as potentially 
biohazardous.

3. Read this instruction manual carefully before use.
4. After opening the aluminum bag, unused plates should be stored in the 

aluminum bag sealed with tape, and kept in a cool (2-15 °C) environment. 
After opening, use all plates within 1 month.

5. Do not expose unused plates to sunlight or ultraviolet light.
6. Do not use a discolored or damaged plate.
7. A wrinkle on the test pad should not affect detection.
8. Small fragments of fabric on or around the test pad should not affect 

detection.
9. Do not use the plates after the expiration date. The quality of an expired 

plate is not warranted.
10. The measurement range is less than 300 cfu/plate. If more than 300 

cfu/plate are counted, further dilution is recommended.
11. The rapid mode test is not suitable for all foods. Therefore, suitability 

should be verified using your own samples before applying.
12. The nature (high viscosity food or food dye) of food may affect test usage 

or results. In that case, the causes need to be eliminated by dilution or 
other means.

13. The used kit must be sterilized by autoclaving or boiling, and then 
disposed according to local regulations for waste.

MC-Media Pad ACplus(R-AC) is approved as alternative method for ISO 
4833:2013 by MicroVal (Cer. No. 2015LR52) for all foods.
AOAC Official Method of AnalysisSM (No. AOAC 2019.02)
AOAC Performance Tested MethodSM study (Cer. No. 091702)
MC-Media Pad ACplus(R-AC) was shown to be equivalent to USDA FSIS 
MLG 3.02 for raw chicken breast and raw ground pork; to Standard Methods 
for the Examination of Dairy Products Chapter 6 for cream cheese and yogurt 
drink; to AOAC OMA 966.23 for parsley, vegetable juice, prawns, tuna pate, 
sandwiches, and pasta salad; and to ISO 4833:2013 for raw chicken breast, 
raw ground pork, cream cheese, yogurt drink, parsley, vegetable juice, 
prawns, tuna pate, sandwiches, and pasta salad.

The Products are covered by the applicable JNC Corporation standard 
warranty. NO OTHER EXPRESS OR IMPLIED WARRANTY IS MADE WITH 
RESPECT TO THE PRODUCTS. JNC EXPRESSLY EXCLUDES THE 
IMPLIED WARRANTIES OF MERCHANTABILITY AND OF FITNESS FOR A 
PARTICULAR PURPOSE. If product is defective, JNC and JNC’s authorized 
distributor will provide a replacement or refund at the purchase price.

JNC Corporation   Life Chemical Division
2-2-1 Otemachi, Chiyoda-ku, Tokyo 100-8105 Japan
TEL:+81-3-3243-6225,FAX:+81-3-3243-6219
E-mail: mcmp@jnc-corp.co.jp

MC-Media Pad ACplus(R-AC) is coated with a growth medium and a redox 
indicator for detection. Once the liquid sample is inoculated onto the test pad, the 
sample diffuses through the whole pad by capillary action. The medium 
re-constitutes automatically. If target organisms are present, they grow as red 
colored colonies on the test pad.

This kit should be stored between 2-15°C. When stored properly and 
unopened, the kit has a shelf-life of 2 years from date of manufacture. 
Refer to product label for expiration date.

●Incubator (30 or 35 ± 1 °C)　　　●Stomacher or Blender
●Sampling bag (Recommended for Stomacher; bag with filter to eliminate food debris)
●Pipette or Pipettor and pipette tips
●Maximum Recovery Diluent (MRD), Butterfield’s phosphate buffer (BPB), 

Buffered peptone Water (BPW), 2% sodium citrate, according to EN ISO 
6887. Phosphate buffered saline (PBS) or Saline are available (not included 
in AOAC PTM certification).

●For solid food stuffs
Homogenize a 10 or 50-g test portion in 9-fold volume of MRD, BPB, or 
appropriate diluents with a stomacher or blender. If necessary, make a 
10-fold serial dilution. For dairy products, homogenize 11-g test portion in 
99 mL of 2% sodium citrate at 40 - 45 °C. If necessary, add 11 ml of 
homogenate into 99mL BPB for serial dilution.

●For liquid food stuffs, water, swab test sample (Water and Swabs not 
included in AOAC PTM certification)
Sample can be applied directly or diluted with MRD or appropriate diluents as 
for solid foodstuffs. If necessary, pH of sample should be adjusted to neutral 
(pH 7.0 ± 0.2). For yogurt drink, homogenize 11 mL test portion in 99 mL of 
BPB. If necessary, add 11 ml of homogenate into 99mL BPB for serial dilution.

●General Operation
1. Open the aluminum bag, and remove the MC-Media Pad. If necessary, 

write information on the cover film.
2. Lift the cover film and drop 1.0 mL of sample solution onto test pad.
3. Replace the cover film and lightly press the edges of film to seal.(It is 

recommended to lift the cover film diagonally for easy and sure re-sealing.)
4. For standard usage, incubate test plate at 35 ± 1 °C for 48 ± 2 hours 

(according to USDA FSIS, AOAC OMA 966.23, Standard Methods for 
the Examination of Dairy Products).

    For rapid usage, incubate test plate at 35 ± 1 °C for 24 ± 2 hours.
   For alternate method, incubate test plate at 30 ± 1 °C for 72 ± 3 hours  

(according to ISO 4833).
In case that food stuffs which contain large amounts of lactic acid bacteria 
(e.g. Lactobacillus sp.) or psychrophilic bacteria (e.g. Pseudomonas sp.), 
rapid usage may not be applicable.

●Other Application (not included in AOAC PTM Certification)
MC-Media Pad is also available for Wiping/Stamping technique, Membrane 
filter method, and Airborne falling bacteria test. MC-Media Pad website 
provides detailed information.(https://www.jnc-corp.co.jp/MC-MP/)

Count all reddish colored colonies. Certain bacteria (in particular Bacillus 
species strains) may form diffuse and fuzzy round shapes. In that case, dark 
colored points should be counted as colonies. For large numbers of colonies, 
colony counts can be estimated by counting colonies in one grid square and 
multiplying by 20. If more than 104 microbes are grown, the entire test pad may 
appear as stained, and it may appear that no individual colonies were formed. If 
this is the case, dilute the sample further and re-test. If necessary, a target 
colony can be picked up with a sterile needle from the test pad for further 
analysis.
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インキュベーター（30又は35±1℃）
ストマッカーまたはブレンダー
サンプリングバッグ（食品残渣を排除できるフィルター付のものを推奨）
ピペット類
ISO準拠Maximum Recovery Diluent
リン酸緩衝生理食塩水または同等の希釈液

SK01A25 
SK01A10

1000枚入り

SK01B25
SK01B10

（25 プレート x 40）
（10 プレート x 100）

（25 プレート x 4）
（10 プレート x 10）

100枚入り
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色の濃さにかかわらず、全ての赤色の集落を計測します。Bacillus属菌等、
運動性を有する細菌は集落が広がることがあります。菌数が多い場合には、
1×1グリッド内の菌数を計測し、20倍することで全体の集落数を計測でき
ます。また、検出対象微生物が104以上存在する場合には、単独の集落を
確認できず、培養シート全体が着色したように見えます。確認試験など、
必要に応じて、白金耳などを用いて集落を培養シートから釣菌することが
出来ます。

製品の品質はJNC株式会社により適切に保証されています。またJNC
株式会社は、製品の品質以外の表記、非表記問わず、あらゆる保証を負
いかねます。製品に欠陥があった場合、JNC株式会社またはJNC代理
店により交換または購入金額の返金をいたします。

1.  本キットは微生物の取り扱いに習熟された管理の下で使用すること。
2.  使用前に本取扱説明書をよく読んでから使用すること。
3.  アルミ袋の開封後、未使用のシート培地はアルミ袋にシールして、
2-15℃の冷蔵庫内に保管し、1ヶ月以内に使い切ること。

4.  未使用のシート培地は日光や紫外線を避けて保管すること。
5.  変色や損傷のあるシート培地を使用しないこと。
6.  培養シート部にシワができることがありますが、異常ではありません。
7.  培地面、培地面周辺に微細な不織布片等が付着している場合があ
りますが、検出精度には影響致しませんのでそのままご利用下さい。

8.  有効期限を過ぎたものは、品質が保証できないため使用しないこと。
9.  本キットの計測範囲は300cfu以下であり、300cfu以上の菌数の
場合、試料の更なる希釈を推奨します。

10. 迅速モードは全ての食材に対して有効ではありません。使用前にお
客様自身による検証が必要です。

11. 食材の性質（粘度、色）による影響があることがあります。その場合、
希釈などの方法により影響を取り除いた上で使用してください。

12. 本キット使用後は、高圧蒸気滅菌または煮沸などにより滅菌し、地
域の条例に従い廃棄してください。

● 固形試料の場合
試料を9倍量のISO準拠Maximum Recovery Diluent（またはリン
酸緩衝生理食塩水、Butterfield’s Phosphate Buffer、生理食塩水など）
とともにホモジナイズします。必要に応じて、適宜10倍段階希釈を行
います。

● 水、液体試料、ふき取りサンプルの場合
直接試料を滴下します。必要に応じて、pHを中性（pH7.0±0.2）に調整
します。

● 一般的な使用方法
1. アルミ袋を開封し、MC-Media Padを取り出します。必要に応じて、
カバーフィルム上に検体情報等を書き込むことが出来ます。

2. カバーフィルムを開け、1mLの試料溶液を培養シート部に滴下します。
3. カバーフィルムを閉じ、周囲をしっかりと押さえ、接着シートと密着さ
せます。
（このとき、カバーフィルムを対角線状に開けると、閉めやすくなります）
4. 通常モードは35±1℃で48±2時間（FDA-BAM準拠）または
30±1℃で72±3時間（ISO準拠）で培養します。
迅速モードは35±1℃で24±2時間または30±1℃で48±2時間で培
養します。

通常モードの場合、全ての食材に対して適応可能ですが、迅速モード
の場 合、大 量の乳 酸 菌（ L a c t o b a c i l l u s属等）や 低 温 細菌
（Pseudomonas属等）が含まれる検体には適応できません。

● その他の使用方法
MC-Media Padは、ふき取り/スタンプ法、メンブレンフィルター法、落
下細菌検査にも適用可能です。下記MC-Media Padウェブサイトで
詳細な情報を提供しております。
（https://www.jnc-corp.co.jp/MC-MP/）

本キットは2-15℃の冷蔵庫内にて光を避けて保管してください。

E-mail: mcmp@jnc-corp.co.jp

「サニ太くん」は”MC-Media Pad”として生まれ変わりました。

ＪＮＣ株式会社　ライフケミカル事業部

製造販売元

〒100-8105 東京都千代田区大手町2-2-1
TEL:03-3243-6225   FAX:03-3243-6219

日常の衛生管理において、食材や製造環境における微生物の生菌数の
測定は非常に重要です。MC-Media Pad “ACplus(R-AC)” は一般生
菌数の測定用に開発されたシート培地であり、微生物に対する栄養成
分と独自開発された特異的な酸化還元指示薬がコートされています。こ
のため、本品で48時間の通常モードおよび24時間での迅速モードの両
方の使用が可能です。MC-Media Padは滅菌されており、独特な接着
シート、培地成分と高分子吸収体が組み込まれた培養シートおよび透
明なカバーフィルムから構成されています。このため、MC-Media Pad
は開封後すぐに使用できるシート培地であり、微生物試験の簡便化と廃
棄物量の低減に寄与できます。MC-Media PadはISO 9001取得工
場で製造されています。

MC-Media Pad “ACplus(R-AC)”の培養シート部には培地成分と独
自開発された酸化還元指示薬が含まれています。1mLの液体試料を培
養シート部に接種するだけで、毛細管現象により試料は全面に均一に
拡散し、培地が再構築されます。発育した微生物は培養シート上で赤色
の集落を形成します。
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